
1.1  

1.2 PAR Immunoassay Quality Control & Trouble Shooting Guide 
 

SOP340505 – PAR IMMUNOASSAY 

1. Importing PAR analysis data into the Data Analysis Macro when using a non-Tecan 
instrument. 

The Data Analysis Macro is designed to use data from a Microsoft Excel 
spreadsheet.  Three formatting requirements are needed for the Data Analysis 
Macro to process the plate data.  
 

1. The symbol “<>” must be in the top left corner of data set; cell A1.  

2. The Excel sheet must be named “Magellan Sheet 1”.  

3. The data set must be formatted as seen in the figure below plate row 

information in row 1 and plate column information in column A; all 

sample data are contained within cells B2 to M9.  

 
For ease of use, save an Excel template with these formatting requirements in 
place.  Then copy the data from any plate reader readout and paste into the 
yellow highlighted area (cells B2 through M9) before running the Data Analysis 
Macro.  
 
When the Copy Data button is selected in the PAR Analysis Template (SOP Step 
10.4 and Appendix 5 Step 2) select this file to import into the Macro. 

 

 
 
 

SOP340520 – BIOPSY SPECIMEN PROCESSING 
 
There are curently no Quality Control or Trouble Shooting issues for this SOP. 
 
SOP340521 – PBMC SPECIMEN PROCESSING 
 
There are curently no Quality Control or Trouble Shooting issues for this SOP. 
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